Comparison between bladder wall's strain analysis and CMG in clinical urodynamics: preliminary report.
On the basis of data obtained in previous experimental investigations, the application of a new physical entity, "strain" (sigma), was evaluated in bladder dynamics. In this preliminary study 12 cases of urodynamically evaluated subjects are reported; the significance of the traditional P(V) curves is critically compared with the new sigma (V) curve, proposed by the authors.